In order to study the groundwater subsidy from different cropping systems, leaching monitoring in Taiwan started in 2008 and implemented agricultural long-term ecological research (LTER) stations. Initially, leaching data was received by lysimeters, and then collected manually by laborers in the field twice per month. The cost of data collection and transmission is high, real-time monitoring is not possible, and maintenance of instruments is inefficient. In this study, the goal is to develop a data transmission path. ICT (Information and Communication Technology) with different data transmission schemes was applied to improve the efficiency and immediacy of data transfer from the field to the databases in labs. Between 2010 and 2017, four versions of ICT have been developed and applied in LTER stations. WiFi, 2.5G (General Packet Radio Service, GPRS), 3G/4G network transmission, and Arduino cores are applied in different ICT versions. The first version of data transmission used data loggers, developed by the original factory, with a lower cost of renovation of instruments. However, complicated transmission paths, diverse instruments, poor weather resistance, and lack of wireless functionality are the limitations of the first version. Those limitations had been overcome by the second and third versions by using 2.5G (GPRS) and 3G/4G network transmission, respectively. Nevertheless, these versions are limited to the processes of data compression and encryption transmission which were developed by the system vendors. In addition, data can only be collected through the webpage provided by the vendors, instead of being received directly from the database using SQL (Structured Query Language). This is inappropriate for advanced data treatment, organization, and analysis. Finally, the fourth version of data transmission has been developed using Arduino. This system allows redesigning of the data loggers and transmission instrument with more feasibility and flexibility. Radio Frequency (Radio frequency, RF) has been imported into the transmission path to receive data from diverse instruments with fewer data loggers. In conclusion, ICT technological advancement with its advantages of reasonable cost and high flexibility and feasibility, Arduino and other open source operation systems can be used to develop the data loggers and related instruments to meet the needs of users. Therefore, ICT is the most appropriate strategy to develop the long-term monitoring system in the field and to apply to other environment monitoring systems.
Introduction
Information and Communication Technology (ICT) is technology for data collection and digitization through instruments and sensors that transfer data to storage devices. Digital information is transmitted through a variety of communication technologies, including wired and wireless, to the endpoint. The world is moving towards micro-and nano-scale devices, and wireless communication The strengths of the ICT system are real-time and remote monitoring, and it can lower the cost of labor. Also, maintenance personnel only need to check information delivered from remote devices for a period of time, and then the condition of equipment operation can be controlled. In advanced applications, wireless technology can facilitate field investigation by not only monitoring in real-time, but also observing under severe weather conditions, which had not been possible with traditional field works. For instance, United States Virginia Coast Reserves (VCR) includes three kinds of ecosystems: mainland, lagoons, and barrier islands. The long-term ecological research team, University of Virginia, investigates the local biosphere, climate, marine sphere, coastal environment, and soil hydrology. All this research takes advantage of wireless network technology to make the work more time-saving and labor-saving, and to make data collection more complete [11] .
IOT and cloud computing technology are used to monitor the reservoir and establish an early warning system in mines [12] . Agricultural IOT equipment is often used in greenhouse monitoring. The collected information can be applied to agricultural research and facility management [7] .
In this study, we aim to apply a variety of possible transmission technologies to collect leaching data from the lysimeters in fields and transmit it to the database directly and wirelessly. Ultimately, the aim of this research is to reach the goals of real-time monitoring, reduction of labor cost, and improvement of maintenance efficiency. Secondly, along with the improvement of devices, the advantages and disadvantages of diversity of transmission path are discussed, and the potential solutions to difficulties with ICT applications are assessed and suggested.
With the emergence of Arduino and Raspberry pi, the difficulty and cost of IOT development has decreased. Raspberry pi has the advantages of low cost and low power consumption, which makes it relatively easy to implement [13] . However, the operation system in Arduino is comparatively easier and is much more appropriately applied to sensor communication. In this study, Arduino is applied in the ICT system along with various communication methods, data storage modules, and sensors. Thus, research and development are expected to be more flexible and feasible, and it is more useful for field monitoring and data transmission devices. 
Materials and Methods

Study Sites
In order to apply this study in the field with the appropriate agricultural management with minimum input, subtropical agricultural long-term ecological research (LTER) stations were targeted. LTER stations were initially established in 2006, and were set to investigate the effects of different managements and cultivated systems on biodiversity, productivity, and environment. Five stations were targeted and their locations are shown in Figure 1 .
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Lysimeters are used in the measurement of leaching in this study. Lysimeters are commonly used in water flow and solute transport studies in soils. They are known to be of major importance in controlling and measuring water components, chemical concentration and fluxes in soil. Recently, Environments 2017, 4, 47 5 of 13 two types of lysimeters, G2 and G3, were applied in Taiwanese agricultural LTER stations (Figure 2 ). Lysimeters G2 and G3 are low-cost drain gauges for measuring deep drainage rates in unsaturated soils, in addition to collecting soil water samples for chemical analysis to help assess potential groundwater contamination, monitoring groundwater leaching, and measuring deep percolation accurately.
communication pipe, and then estimate the amount of leakage. G2 lysimeters take samples with syringe negative pressure; while G3 lysimeters take samples directly with drainage pumpers. However, G2 lysimeters are limited by errors caused in drainage measurements when flooding measurement chambers with high water tables.
New G3 lysimeters have a completely sealed system to protect from high water tables. In advanced systems, this new drain gauge can work in both saturated and unsaturated conditions without digging up the entire drain gauge to replace the sensor, with larger sampling reservoirs, and can be integrated with EC sensors to allow monitoring when solute fluxes occur. Recently, G3 lysimeters have been gradually applied to all of the LTER stations for monitoring groundwater leaching, measuring irrigation drainage, and improving the accuracy of data and durability of facilities.
(a) (b) Figure 2 . Construction and measurement illustration of G2 (a) and G3 (b) lysimeters (Reproduced with permission from Decagon Devices, Inc., Drain Gauge Models G2 and G3, Operator's Manuals; published by Decagon Devices, Inc., 2014.) [14] .
Development of Data Transmission Path
In the development of ICT data transmission facilities in agricultural LTER stations, leaching data is monitored by sensors (i.e., lysimeters), collected by data loggers, and then transferred to a database in labs with the internet (Figure 3 ). In the field, there are two major schemes to transfer data received by lysimeters to data loggers for storage, namely wired transmission and RF (Radio Frequency, 2.4 GHz) wireless transmission. Using wired transmission, data can be stored directly by the SDI-12 communication protocol interface of the data loggers; while using RF (2.4 GHz) wireless transmission, lysimeters are connected to the RF (2.4 GHz) wireless transmission controller, Figure 2 . Construction and measurement illustration of G2 (a) and G3 (b) lysimeters (Reproduced with permission from Decagon Devices, Inc., Drain Gauge Models G2 and G3, Operator's Manuals; published by Decagon Devices, Inc., 2014) [14] . G2 lysimeters measure the water level and drainage frequencies in the measurement reservoir, and then estimate the amount of leakage. G3 lysimeters directly measure the water level from the communication pipe, and then estimate the amount of leakage. G2 lysimeters take samples with syringe negative pressure; while G3 lysimeters take samples directly with drainage pumpers. However, G2 lysimeters are limited by errors caused in drainage measurements when flooding measurement chambers with high water tables.
In the development of ICT data transmission facilities in agricultural LTER stations, leaching data is monitored by sensors (i.e., lysimeters), collected by data loggers, and then transferred to a database in labs with the internet (Figure 3 ). In the field, there are two major schemes to transfer data received by lysimeters to data loggers for storage, namely wired transmission and RF (Radio Frequency, 2.4 GHz) wireless transmission. Using wired transmission, data can be stored directly by the SDI-12 communication protocol interface of the data loggers; while using RF (2.4 GHz) wireless transmission, lysimeters are connected to the RF (2.4 GHz) wireless transmission controller, and data will be stored wirelessly by the data loggers inside of the RF (2.4 GHz) wireless transmission receiver. When data is received by the data logger and stored within a memory card or WiFi memory card, data will be periodically transferred to the terminal computer database for further storage and management. Data transmission is applied either by WiFi hotspot internet connections or by mobile internet connections (i.e., 2.5G (General Packet Radio Service, GPRS), 3G, 4G, etc.). In one method, data stored within the database can be downloaded through an application program or webpage for advanced analysis and research; alternatively, using the other method, data stored within the database can be displayed as charts or tables on the webpage directly, in order to monitor the condition of instruments and the trends in data. and data will be stored wirelessly by the data loggers inside of the RF (2.4 GHz) wireless transmission receiver. When data is received by the data logger and stored within a memory card or WiFi memory card, data will be periodically transferred to the terminal computer database for further storage and management. Data transmission is applied either by WiFi hotspot internet connections or by mobile internet connections (i.e., 2.5G (General Packet Radio Service, GPRS), 3G, 4G, etc.). In one method, data stored within the database can be downloaded through an application program or webpage for advanced analysis and research; alternatively, using the other method, data stored within the database can be displayed as charts or tables on the webpage directly, in order to monitor the condition of instruments and the trends in data. 
Data Qualiy and Data Quantity Analysis
The leaching data collected by G2 and G3 lysimeters assembled with different versions of ICT systems are examined with the precipitation records, in order to test if the leaching data collected by lysimeters can respond to the variation of precipitation records accurately. In the crop LTER stations, the precipitation record is collected according to the irrigation schedule in each crop season. For the orchard and tea garden LTER stations, precipitation data is collected from local agricultural weather stations nearby. For instance, in Ming-Jian tea garden LTER station, the daily precipitation record is calculated as the average of three days, including the day, the day before, and two days ago. This is because the daily leaching is influenced by the rainfall of the day itself and the previous two days. In this study, simple linear regression is applied to examine the patterns between data collected by lysimeters and from the precipitation record [15] .
Results
The processes of ICT data transmission in different versions and the relative challenges and solutions between different versions were described as the following:
First Version of ICT Data Transmission
In 2010, the first version of ICT data transmission had been developed for leaching monitoring in Taiwanese agriculture LTER stations, including Yuin-Lin branch station, Chi-Ko branch farm, and Chia-Yi Branch Litchi Orchard. However, in Ming-Jian tea garden, data was still collected and 
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In 2010, the first version of ICT data transmission had been developed for leaching monitoring in Taiwanese agriculture LTER stations, including Yuin-Lin branch station, Chi-Ko branch farm, and Chia-Yi Branch Litchi Orchard. However, in Ming-Jian tea garden, data was still collected and transferred manually. The lysimeters in the field were connected to the Internet for real-time monitoring (Figure 4) . The purpose of this first version of ICT data transmission is to store data by using existing instruments with light and handy parts from the general vendors. In the past, 2.5G, (GPRS) and 3G wireless networks were not popular. The ability to provide wired internet and WiFi is the major limitation in this environment.
Environments 2017, 4, 47 7 of 13 monitoring ( Figure 4 .) The purpose of this first version of ICT data transmission is to store data by using existing instruments with light and handy parts from the general vendors. In the past, 2.5G, (GPRS) and 3G wireless networks were not popular. The ability to provide wired internet and WiFi is the major limitation in this environment. In order to transfer the data from lysimeters and existing data loggers in the field to the database in labs with minimum cost, the data transmission path is relatively complicated (Figure 4) . Firstly, the old exchange interface of the data logger, RS-232, needs to be exchanged to an Ethernet packet. Secondly, Wi-Fi compatible devices connect to the Internet via a wireless access point (WAP), and then transfer data to the database through the Internet. Multiple hardware devices were connected to each other with cables in the first version of ICT data transmission. It is a challenge to maintain those devices and cables inside the cabinet with small size. The space of the cabinet is compressed to those devices as well. Therefore, the operation of the first version of ICT data transmission declined quickly. In addition, it is difficult to cover the whole region in the spacious fields with a WiFi signal, and the internet connection by WiFi was interrupted frequently.
Second Version of ICT Data Transmission
Because of the popularity and reasonable cost of 2.5G (GPRS) network transmission equipment, the second version of ICT data transmission had been developed by the cooperation of domestic vendors. The new version facility had been applied in five of the LTER stations. In particular, in Chia-Yi Branch Litchi Orchard, the WiFi signal is unstable because of the dense coverage of fruit tree crown. Crown coverage is not a challenge in Gukeng Branch Farm Litchi Orchard, which is isolated and has no WiFi provided from national telecommunication services.
Therefore, the second version of ICT data transmission improved on the limitations of the first version. Data loggers, developed by a domestic vendor, integrate the multiple data transmission facilities. The processes of data exchange were simplified and data received in the field could be transferred directly to the database in labs by using GPRS ( Figure 5 ). 
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With the development of 3G/4G networks and the strategies of removing the 2.5G (GPRS) base stations by the government, the 2.5G (GPRS) signal is gradually becoming weakened and unstable. The third version of ICT data transmission was developed to overcome the weakness and interruption of the 2.5G (GPRS) signal. New data loggers provided by domestic vendors can transfer data by using 3G/4G networks ( Figure 6 ). In order to transfer the data from lysimeters and existing data loggers in the field to the database in labs with minimum cost, the data transmission path is relatively complicated (Figure 4) . Firstly, the old exchange interface of the data logger, RS-232, needs to be exchanged to an Ethernet packet. Secondly, Wi-Fi compatible devices connect to the Internet via a wireless access point (WAP), and then transfer data to the database through the Internet.
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Third Version of ICT Data Transmission
With the development of 3G/4G networks and the strategies of removing the 2.5G (GPRS) base stations by the government, the 2.5G (GPRS) signal is gradually becoming weakened and unstable. The third version of ICT data transmission was developed to overcome the weakness and interruption of the 2.5G (GPRS) signal. New data loggers provided by domestic vendors can transfer data by using 3G/4G networks ( Figure 6 ). 
With the development of 3G/4G networks and the strategies of removing the 2.5G (GPRS) base stations by the government, the 2.5G (GPRS) signal is gradually becoming weakened and unstable. The third version of ICT data transmission was developed to overcome the weakness and interruption of the 2.5G (GPRS) signal. New data loggers provided by domestic vendors can transfer data by using 3G/4G networks ( Figure 6 ). In 2015, the third version ICT was firstly applied in Ming-Jian tea garden. The new data transmission path is moderately adjusted from the old version ( Figure 6 ). The old data loggers which are adapted by GPRS were replaced by data loggers which can be adapted by 3G/4G. In this case, the instability and weakness of data transmission could be solved, completely. Further, the new ICT facility can be operated even through the termination of 2G in the near future.
Compared with the first version, the data transmission paths in the second and third versions are relatively concise and the number of ICT facilities are reduced. However, data stored inside of the data logger had been compressed and encrypted, meaning that data transmitted to the database cannot be used and extracted by SQL directly. Therefore, data needs to be downloaded from a webpage provided by vendors for the advanced charts reporting and statistical analysis. The core instrument and key technology of ICT data transmission are mastered by the vendors. Users cannot deal with the malfunction in real time, and cannot replace or modify the facilities by themselves.
Fourth Version of ICT Arduino Core
Arduino is an open source microcontroller kit for building digital devices and interactive objects that can sense and control objects in the physical world. The space and allocation of Arduino cores is relatively small and simple. In addition, Arduino boards are available commercially in preassembled form, or as do-it-yourself kits. Therefore, development of self-designed data loggers and controllers turned out to be comparatively feasible. Self-designed data loggers integrated with RF (2.4 GHz) can develop a wireless network transmission system for leaching monitoring by using lysimeters in a whole LTER station (Figure 7 ). More than 1000 network nodes come with a data logger and Arduino core device which is capable of receiving all of the data from lysimeters in one LTER station.
According to the concept of the Internet Of Things (IOT), a data logger with a 4G network is applied to transmit data from Arduino in the field directly to the database in labs (Figure 7 ). This new version has greatly improved the convenience of wireless transmission and reduced the cost of ICT facilities [15] . The process of data management and operation of ICT facilities can be completely manipulated by users [16] . The broken ICT facilities of the first version and second version were replaced by Arduino cores. In addition, fourteen Arduino cores were applied to the Chi-Ko branch farm. 
Quality and Quantity of Data Received from ICT for Leaching Monitoring
Leaching data collected by lysimeters and the precipitation records collected by local agricultural weather stations in 2014 in the Ming-Jian tea garden LTER station are illustrated in Figure 8 . The pattern of leaching data reflects the pattern of precipitation records. It implies that data collected by lysimeters and the ICT data transmission system work well and properly. For instance, in Figure 8 , the peaks of precipitation during a heavy rain season in May and during typhoon season between July and September are reflected by the leaching peaks. On the other hand, during the dry season in January to April and in October to December, there are off-peaks in both In 2015, the third version ICT was firstly applied in Ming-Jian tea garden. The new data transmission path is moderately adjusted from the old version ( Figure 6 ). The old data loggers which are adapted by GPRS were replaced by data loggers which can be adapted by 3G/4G. In this case, the instability and weakness of data transmission could be solved, completely. Further, the new ICT facility can be operated even through the termination of 2G in the near future.
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of leaching data reflects the pattern of precipitation records. It implies that data collected by lysimeters and the ICT data transmission system work well and properly. For instance, in Figure 8 , the peaks of precipitation during a heavy rain season in May and during typhoon season between July and September are reflected by the leaching peaks. On the other hand, during the dry season in January to April and in October to December, there are off-peaks in both leaching and precipitation. Therefore, when the amount of precipitation is heavier, the amount of the leaching is raised accordingly. In addition, the results of simple linear regression show that the relation between leaching (average in 3 days) and precipitations (average in 3 days) is significantly positive (p < 0.001, r 2 = 0.28). However, the leaching is influenced by other factors, i.e., physical properties of soil, vegetation species, growth situation, weeding management, etc. According to the results, leaching data collected by the lysimeters and ICT data transmission system is one of the most appropriate monitoring strategies. Consequently, the quality of data is examined and the result reveals that the leaching data reflects the precipitation records positively.
Environments 2017, 4, 47 9 of 13 leaching and precipitation. Therefore, when the amount of precipitation is heavier, the amount of the leaching is raised accordingly. In addition, the results of simple linear regression show that the relation between leaching (average in 3 days) and precipitations (average in 3 days) is significantly positive (p < 0.001, r 2 = 0.28). However, the leaching is influenced by other factors, i.e., physical properties of soil, vegetation species, growth situation, weeding management, etc. According to the results, leaching data collected by the lysimeters and ICT data transmission system is one of the most appropriate monitoring strategies. Consequently, the quality of data is examined and the result reveals that the leaching data reflects the precipitation records positively. In addition, data quantity is examined by frequency of data received from the data logger and ICT data transmission systems. Here, the data loggers developed at the original factory, by vendors in Taiwan, or by Arduino, can set up the frequency of data receipt. In this study, the frequency of leaching data receipt is every three hours. In total, there are 2920 records received by each lysimeter every year. For the advanced data analysis, each of the leaching data will be accumulated daily as one record. In general, all of the data is accurately received and the quantity of data is enough for the advanced statistical analysis.
Discussion
The ICT facilities for leaching monitoring have been improved from first versions to fourth versions between 2010 to the present. As a result, Arduino cores have been adopted to develop the data transmission path with high flexibility and feasibility. The comparison among different versions of ICT facilities is organized in Table 2 . In subsequent versions, the extensibility has been improved, the complexity of maintenance has been moderated, and the cost has decreased. The original purpose of ICT was to minimize the cost with real-time monitoring. With the progress of ICT technology, data transmission can be developed with open source operation systems to achieve different requirements for specified circumstances. In addition, data quantity is examined by frequency of data received from the data logger and ICT data transmission systems. Here, the data loggers developed at the original factory, by vendors in Taiwan, or by Arduino, can set up the frequency of data receipt. In this study, the frequency of leaching data receipt is every three hours. In total, there are 2920 records received by each lysimeter every year. For the advanced data analysis, each of the leaching data will be accumulated daily as one record. In general, all of the data is accurately received and the quantity of data is enough for the advanced statistical analysis.
The ICT facilities for leaching monitoring have been improved from first versions to fourth versions between 2010 to the present. As a result, Arduino cores have been adopted to develop the data transmission path with high flexibility and feasibility. The comparison among different versions of ICT facilities is organized in Table 2 . In subsequent versions, the extensibility has been improved, the complexity of maintenance has been moderated, and the cost has decreased. The original purpose of ICT was to minimize the cost with real-time monitoring. With the progress of ICT technology, data transmission can be developed with open source operation systems to achieve different requirements for specified circumstances. According to the ICT development of the four versions, potential solutions to the challenges in the field are provided as following.
Power Supply
The first challenge when developing ICT facilities in the field is power supply. Power supply is required for ICT facilities, monitoring sensors, and diverse instruments. Power supply is the essential equipment when establishing LTER stations. However, power supply is unstable and insufficient because of wire cable being destroyed by a lightning strike, wild animals and human beings.
One of the potential solutions to this is solar panels compatible with charge controllers and rechargeable batteries. The most efficient source of environmental energy is solar power [17] , providing most of the energy with very high efficiency [19] . Use of solar energy could be helpful in energy supplies to batteries of the sensor nodes [20] . However, power is highly demanded by G2 lysimeters and the WiFi network transmission system of first version ICT. In addition, G2 GPRS of second version ICT and data loggers with G3/G4 of the third version demanded more power supply than earlier versions. Therefore, after a few cloudy and/or rainy days, power supply by solar panels will be extremely limited.
Data loggers of the fourth version not only save power with the new version sensor of ICT Arduino core, but the infrastructure program of the fourth version is also modified to advance power saving by setting up sleep, wake-up, and data transmitting modes. Therefore, power supply by solar panels has turned out to be a possible solution, and difficulties of developing an ICT data transmission network are reduced.
Transmission Instruments: Failure Rate and Maintenance
In the field, instruments are influenced by the weather, wild animals, farming practices, etc. For the first version ICT, the space of the cabinet housing is small with pores, so the equipment inside of the cabinet is easily destroyed by biting, spawning, nesting, etc. In addition, the cables inside of the cabinet are crisscrossed and disadvantageous for maintenance purposes.
This challenge had been overcome by the second and third ICT versions. The space of the new cabinet is enlarged, closed, and resistant to destruction by wild animals and the weather. However, ventilators with a gauze design in the new cabinets may allow small-size insects to nest, so the cables and equipment inside the cabinets can still be damaged.
In order to overcome the challenge of the second and third ICT versions, the fourth version ICT Arduino core designed a new small case which is waterproof sealed. The connections between power supplies, the interface of the sensor and antenna, and data loggers are completely sealed by silicon and/or rubber gaskets. Therefore, ICT facilities inside new cases are entirely separated from water and wild animals.
Data Warehouse and Database Management
The development of ICT second and third versions was in cooperation with system vendors, and data stored inside the data loggers developed by vendors was compressed and encrypted. Therefore, data stored in the database cannot be used and extracted by SQL (Structured Query Language) directly. The leaching data collected by lysimeters in LTER stations is not required to be compressed or encrypted, because of the moderation of monitoring frequencies and data size.
Therefore, data needs to be stored as an exchangeable format to allow further reading and writing in the database using SQL. In addition, the database should be developed with the functions of data extraction, data analysis, chart display, etc. A webpage which comes with the database is needed to increase the interactions between the database, applications, and users.
Cost Control
ICT facilities can reduce the cost of data transmission. The overall profit of ICT facility establishment should be considered for cost control. The cost of first version ICT is about US$1000 and it is reasonable, because the data transmission system is developed using the existing data loggers and WiFi network, and new equipment is inexpensive. However, if new data loggers and a WiFi network could be developed by users, the cost of development would be lower.
The costs of the second and third ICT versions are about $830 and $900, respectively. Their costs are higher than the first version. Although the cost of data loggers developed by the domestic vendors is similar to those developed by original factories, the expenditure of the peripheral equipment remains high. The cost of 2G (GPRS) and 3G/4G networks is inexpensive because transmission traffic is moderate.
The cost of Arduino fourth version ICT is about $150-250, which is relatively reasonable because of the low price of assembling parts and self-designed system. The 4G transmission system costs about $100. In addition, the new cabinet is smaller and sealed, which can be compatible with solar panels, rechargeable batteries, etc. Therefore, the cost of ICT facilities has been greatly reduced but the efficiency and durability have been greatly improved.
Arduino cores come with high flexibility and feasibility to be able to connect with diverse sensors, and lysimeters are one of this kind of sensors. According to the data acceptability in both analog and digital data format, the ICT data transmission can be connected to different kinds of sensors such as weather station, soil hygrometer, soil conductance meters, greenhouse gas monitoring equipment, etc., for the potential advanced application in agricultural LTER stations in the future. The proliferation of devices with communicating-actuating capabilities is bringing closer the vision of an Internet of Things, where the sensing and actuation functions seamlessly blend into the background and new capabilities are made possible through access of rich new information sources. The evolution of the next version mobile system will depend on the creativity of users in designing new applications [21] .
In this study, the usage of ICT data transmission is mainly designed for leaching monitoring for selected agricultural LTER stations. So far, it is under the test phase and only applied by us. In the future, whenever the system works as stably and efficiently as we expected, it will be promoted to others to meet their needs. According to our experiences, the ICT data transmission is feasible for a limited space cabinet because of its small size, compactness, and ease of handling. In addition, it is a low-power system, it can be powered by solar energy generation and the configuration of power lines can be simplified. Therefore, the system operates well in general, the wireless transmission is speedy, and it is weather durable-it is able to withstand the hot, humid, and windy conditions in Taiwan's farmlands.
Conclusions
Nowadays, ICT is properly developing. ICT facilities are applied to agricultural long-term monitoring and measurement with the advantages of low-cost, instant and remote monitoring.
According to the popularity of open source technology, users can develop the data transmission system by using monitoring equipment, transmission paths, and power saving supplies by themselves, to meet the needs of different conditions in the field. In addition, data transmission systems come with long-range transmission technologies (i.e., RF and LoRa) which can develop more complete and compact data transmission structures. Therefore, users will be able to monitor long-term data more completely and more precisely with reasonable cost. In advanced applications, basic knowledge of programming and electrical hardware development is required by cooperating with other experts to achieve the specification and profession of experimental objectives. Ultimately, with the feasibility, flexibility, and extensibility of ICT facilities, users can develop data transmission with diverse schemes to satisfy their needs.
